Comparison of Kodak D-speed and E-speed x-ray film in detection of proximal caries.
Due to the differences in the findings of earlier studies, it was decided to investigate further and compare the two film types. This study compared the radiographic images of proximal caries lesions on D-speed radiographic film with those seen on an E-speed radiograph. No significant difference was found in the ability of dentists to diagnose.